Test Equipment 
Depot 


1-&00-517-B431 



BT-AFT1 Arc Fault Breaker Tester 



D 1 



US 


LISTED 

4ZA2 


The Amprobe affordable solution for the latest in 
code requirements. Check for Arc Fault Breaker 
problems fast and efficiently. 

• Tests and verifies proper operation of the Arc 
Fault Circuit Breaker 

• Extremely easy to use - One button operation 

• Simple "GO" / "NO GO" indication 

• Trips properly working Arc Fault Circuit 
Breakers under the test 

• Draws up to eight high current pulses per 
UL specification 


FEATURES 

RANGE 

Ooeratinq Voltaae 

95 to 130 VAC 

Operating Frequency 

60 Hz 


"Patent Pending" 


SPECIFICATIONS: 

Operating Voltage: 
Test load: 

Operating Temperature: 
Warranty: 

Size: 


120VAC, 60 Hz, 15/20 Amp 

Draws up to eight 120 amp pulses 
within a one half second period. 

0^ F - 120^ F 

Two year factory repair 
or replacement. 

5.50" x 2.65" x 1.25". 
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